situations likes stress fractures, previous surgical interventions, metabolic bone disease can also be possible reasons 5, 6) . Altered mechanical axis of the lower limb and anatomic landmarks interfere with correct implantation of TKA components, and this can be a reason of malalignment that can lead to patellar maltracking, early loosening, higher rates of polyethylene wear [1] [2] [3] [4] [5] 7) . Retained hardware and canal sclerosis, which are frequently seen in patients with extra-articular deformity, can also be an obstacle in TKA. Under such abnormal situations, usage of conventional instrumentations of TKA including intramedullary femoral guide and intra-and extramedullary tibial guide is highly restricted. TKA in knees with extra-articular deformity can be done through staged or one-stage operation. The lower incidences of anesthesia, operation and complication are the relative advantages of one-stage operation over staged operation. Surgical navigation system can be a good option that facilitates simultaneous treatment of osteoarthritis and extra-articular deformity of the knee. The purpose of this study was to report good clinical and radiological results of navigation-assisted TKA for osteoarthritic knees with extra-articular deformity. Purpose: Since the existence of an extra-articular deformity seriously alters the normal geometry and kinetics around the knee joint, difficulties are often encountered in total knee arthroplasty (TKA) using a standard surgical technique. The purpose of this study was to evaluate the usefulness of surgical navigation system as a treatment option for osteoarthritic knees with extra-articular deformity.
Introduction
Recovery of normal mechanical alignment with adequate soft tissue balancing is a key factor and a goal to successful total knee arthroplasty (TKA) [1] [2] [3] [4] . However, in the presence of extraarticular deformities of either the femur or the tibia, such a goal is much more difficult to achieve since the deformity aggravates the distortion of the 3-dimensional geometry of the arthritic knee. While the extra-articular deformity of the knee is commonly caused by malunion after a previous traumatic event, other
Materials and Methods
Authors retrospectively reviewed medical records of the patients who underwent primary TKA between 2007 and 2012 to enroll the cases with extra-articular deformity. Knees with preoperative radiography showing angular deformity in the middle or distal third of the femur or in the proximal or middle third of the tibia with or without involvement of the articular surface in the ipsilateral limb of the arthritic knees were considered as having extra-articular deformity 6) . Thirteen knees of 13 patients were found to have had ipsilateral extra-articular deformity associated with arthritic knees. All of the patients underwent TKA and intra-articular correction of the extra-articular deformity using navigation system. There were 4 male and 9 female patients, and their average age at operation was 69 years (range, 52 to 83 years). Extra-articular deformities were located in the femur in 9 patients, and tibia in 4 patients. There were 3 uniplanar and 10 biplanar deformities. The mean follow-up period was 3.1 years. All deformities were caused by malunion of fracture. Three patients had retained hardware due to prior operation for trauma. The average interval between the initial trauma and operation was 26 years (range, 10 to 42 years) ( Table 1) .
Preoperative and postoperative orthoroentgenogram (anteroposterior full-length weight-bearing radiography) of all the patients were checked. The hip-knee-ankle axis and angulation in both coronal and sagittal planes of the femur or tibia were measured (Fig. 1) . For femoral deformities, on the preoperative orthoroentgenogram, the proposed distal femoral cut was drawn perpendicular to the mechanical axis of the femur. If the deformity was more than 20 o or if the plane of the distal cut compro- Preoperative orthoroentgenogram and anteroposterior and lateral radiographs of the knee were exported from the PACS, Marosis m-view 5.4 (Marotech Inc., Seoul, Korea) program as a JPG file. Then, templating was done using Orthoview (Meridian Technique Limited, Southampton, UK) program and exported JPG images. After re-sizing the images to match the size of the 10 cm ruler as a first step, leg alignment was measured using the alignment tool. Then, the size and shape of the femur and tibia in the coronal and sagittal planes was measured (Fig. 2) . As a final step, template of the femur and tibia was overlapped in the coronal and sagittal plane to approximate the proper size of the implants and to look for any deformity that would be an obstacle to component placement (Fig. 3 ). Assessment to determine the need for augmentation using bone grafts, wedges, or stem extensions was done. In this series, no bone graft was required in the real operation, but metal block augmentation was required in 3 cases in the femoral side and tibial stem extension was used in 1 case. Knee Society score (KSS) was assessed before and after the operation.
All the operations were performed by a single surgeon. Two different TKA designs were implanted, NexGen LPS-Flex (Zimmer Inc., Warsaw, IN, USA) in 10 patients and P.F.C. Sigma (DePuy Orthopaedics Inc., Warsaw, IN, USA) in 3 patients. In all cases, TKAs were performed using an image free Medtronic Electromagnetic knee navigation system (Zimmer Inc.).
Medial parapatellar arthrotomy was performed using an anterior midline approach in 11 patients, whereas, in patients who had a previous knee surgery, the procedure was carried out through the original incision site to avoid skin necrosis or additional scarring. Then, navigation tracker fixation was done by inserting two pins in the distal femur and proximal tibia. The location of the hip joint center was identified as the average center of a large and three-planar femur-to-pelvis rotation. Since Medtronic Electromagnetic knee navigation system (Zimmer Inc.) is an image free navigation system that uses a surface mapping guide for the placement of the cutting guides, registration of anatomical landmarks and axes including femur anteroposterior axis and the medial and lateral epicondyles with instrumented pointer was performed to define the anatomical reference frames for the femur and tibia, which provided target orientations for all relevant bone cuts and rotational alignment. Bone cutting was planned for the distal femur and proximal tibia separately with regard to the mechanical axis of each bone. The distal femoral bone cut was at 0 . Tibial trial was left free to rotate during cycles of knee flexion and extension, and the orientation in full extension was chosen for its optimal rotational alignment.
Following those bone cutting, the extension gap or flexion gap was seen in trapezoid rather than rectangular shape. But, both collateral ligament insertions were all intact. Soft tissue balancing was performed during the trial component placement and after the final component placement under the guidance of the navigation system.
Orthoroentgenogram was obtained immediately after surgery, 1 month postoperatively, and consecutively at follow-up. The follow-up period was 3.1 years on average. The femoral mechanical axis was defined as a line drawn from the hip center to the deepest part of the femoral intercondylar notch, and tibial mechanical axis as a line drawn from the midpoint of the tibial spine to the midpoint of the talar dome. The hip-knee-ankle angles were measured using those axes (Fig. 1A) . The range of motion and KSS were also recorded for clinical evaluation.
Results
The mean preoperative hip-knee-ankle angle in the coronal plane was 7. (Fig. 4) 
Discussion
Currently, operation assisted by a navigation system is often performed in various surgical fields. Navigation helps surgeons identify what they are doing and how they are doing by visualizing the surgical field with reconstructed images or representative numbers and guides throughout the operation. It is helpful for avoiding serious mistakes during surgery and ultimately reducing postoperative complication rates. This is not an exception in the field of orthopaedics, and TKA is a renowned example of navigation applicable orthopaedic surgery. The advantages with respect to component alignment and soft tissue balancing are already well established in several studies [9] [10] [11] [12] [13] [14] [15] [16] [17] . The importance of this study lies in that authors applied the navigation system for TKA in patients with extra-articular deformity. Since the existence of an extra-articular deformity seriously alters the normal geometry and kinetics around the knee joint, difficulties are often encounter in operations using standard surgical techniques. So, surgical strategies, such as simultaneous femoral osteotomy with TKA and staged TKA following corrective osteotomy, were adapted to overcome such an unfavorable condition and achieve successful TKA in patients with extra-articular deformity. There are reports showing good clinical and radiological results of those traditional staged surgery, but staged surgery is inevitably affected by complications including infections, arthrofibrosis, and nonunion of the osteotomy site. Since Wang and Wang 6) first reported intraarticular bone resection could be a new alternative surgical strategy in correcting extra-articular deformity, despite the risk associated with collateral ligament injury and grossly asymmetric gap, this technique has become the common choice of surgery. Less incision, lower incidence of complications, and earlier rehabilitation are good reasons to prefer intra-articular bone resection in the correction of extra-articular deformity. Moreover, combined use of a navigation system made this surgical option more preferable by effectively overcoming the difficulties. Navigation systems provide information on accurate bone cutting, proper orientation of prosthesis component, and soft tissue balancing under the situation that operators cannot recognize normal anatomical landmarks or insert intramedullary guide due to the extra-articular deformity of the femur or tibia. There were 9 femoral extra-articular deformities and 4 tibial extra-articular deformities in our study. Although their causative deformities were located either in the femur or the tibia alone, hip-knee-ankle angle deviation might be due to the characteristic errors of electromagnetic navigation and somewhat inevitable.
Since the electromagnetic navigation system makes calculations based on the data transmitted from the trackers, the erroneous fixation of trackers on the wrong position or inadvertent movement of trackers can distort the resultant presentation. For the 4 cases with over 2 o of hip-knee-ankle angle deviation, we suspect ligament balancing was a major problem. Due to the severe soft tissue contractures associated with poor arc of knee motion and compromised, scarred soft tissue, patients required extensive soft tissue and ligamentous release and even collateral ligament reconstruction. So, we suspect poor preoperative soft tissue condition and unsatisfactory ligamentous balancing could have been the reasons for unsatisfactory hip-knee-ankle angle correction.
Especially, case No. 9 had shown severe valgus instability gait due to the numerous and long standing series of operations for his trauma and posttraumatic arthritis, muscle weakness around the knee joint was severe, and the laxity of medial collateral ligament was disastrous, and even after our operation, the limb alignment returned to valgus position again (Fig. 5) (Fig. 6) . There were 3 cases with remaining hardware of past trauma operation. Case No. 7 had a cerclage wire in the femur and Case No. 13 had 2 cerclage wires in the proximal tibia. But they didn't disturb any procedure related to the navigation-assisted TKA. Case No. 9 had multiple cerclages wires, Kirshner wires and screws in the distal femur that would probably be an obstacle if it were a conventional TKA using intramedullary cutting guide (Fig.  5) . However, by using the navigation, TKA could be performed relatively with ease and necessitated minimum removal of the remaining hardware. But, the remaining hardware was removed to lower the risk of infection and patient discomfort.
As for complication, partial patellar tendon detachment occurred in 2 cases. Primary repair using Ethibond suture was done in the operative field. Their knees were immobilized for 6 weeks postoperatively with subsequent uncomplicated healing and full restoration of extensor mechanism function.
The advantages of navigation-assisted TKA in knees with extraarticular deformity lie in the planning and assessment of the most adequate planes for the bone cuts, guidance of the surgeon to avoid compromising the epicondyles and the consequent imbalance of the ligaments. In addition, the use of a navigation system instead of intramedullary rods reduces blood loss and the potential risk of fat emboli since the intramedullary canal remains intact 18, 19) . Prolonged operative time and cost is a problem that needs to be overcome when using a navigation system in TKA. Finally, after removal of the hardware, the remaining holes can be sites for stress with an associated increase in the rate of the periprosthetic fractures 7, 20, 21) . The limitation of our study is that the number of patients was too small due to the rarity of TKA with extra-articular deformity. High standard of fracture treatment left not so many cases of residual deformity, which the authors tried to look for. For these reasons, further meaningful statistical analysis couldn't be done. In addition, comparison between navigation-assisted and conventional TKAs couldn't be carried out, because the authors only included the cases with TKA using a navigation system.
Conclusions
Navigation-assisted TKA could enable mechanical axis correction of the lower extremity without separate corrective osteotomy in the selected patients with osteoarthritic knees and extra-articular deformities. Since the navigation helped us idenfity the anatomical parameters, we could overcome the limitations caused by the extra-articular deformity and achieve near normal alignment with relatively few difficulties. The postoperative improvement in the hip-knee-ankle angle, KSS, range of motion proved the effectiveness of a navigation system in TKA. We think that navigationassisted TKA is a good treatment option for osteoarthritic knees with extra-articular deformity. 
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